Intensity [mW/cm2]

NovaRay with UVB enhanced lamp, Intensity vs. Height
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] Test Setup Intensity Measurements
90 | NovaRay with standard || Peak intensity readings of each
1 parabolic reflector and quartz bandwidths were measured with
] filter, utilizing ozone producing UV Power Puck Il at the center
80 T UVB enhanced lamp (UV0834) of the lamp, at each of the shelf
operating at 100% power || positions of the NovaRay chamber
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.% Position inside chamber
1st Shelf: 2.25 inches
60 \\ 2nd Shelf: 4.50 inches
3rd Shelf: 6.75 inches
Near Floor: 8.50 inches
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] Bandwidths
40 \ B UVA  (320-390 nm)
] N: B UVB  (280-320 nm)
) hm I UVC  (250-260 nm)
30 W UV-Vis. (395-445 nm)
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